W% A W\\\

\
_ i (\ )

W\ = U
Corrigendurm to Certificate GB19/964450 \\\\,&& g %j/
Altomed Limited

Unit 2 Witney Way, Boldon Business Park, Tyne and Wear, NE35 QPE, UK

Scope:

Sterile and non-sterile:
Symblepharon rings,
Ophthalmic conformers,
Ocular tumour markers

Sterile:

Orbital Implants

Platinum segment eyelid weight
Implantable tubes

This corrigendum is only valid together with accompanying 93/42/EEC certificate
issue 5

Correction Date Correction

Change approved by SGS on |  Change of scope to remove non-sterile
26 August 2021 from Annex |

Scope change from: Sterile and non-
sterile:

Symblepharon rings,

Ophthalmic conformers,

Ocular tumour markers

Sterile:

Authorised by

Global Medical Devices Certification Manager

SGS Belgium NV, Notified Body 1639

SGS House Noorderlaan 87 2030 Antwerp Belgium
t+32 (0)3 545-48-48 f +32 (0)3 545-48-49 www.sgs.com
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This document is a Web version of SGS certificate for electronic use
exclusively. It shall only be available by clicking on SGS Certification Mark
which has been posted on Your website. It shall not be printed in anyway.
This document is copyright protected. No content or appearance may be

reproduced without the express written permission of SGS. Any misuse,
alteration, forgery or falsification is unlawful.




