Certificate GB19/964448, continued

Altomed Limited

Directive 93/42/EEC

on medical devices, Annex V.

Issue 6

Detailed scope
Sterile single use:

Iris retractor;

Ophthalmic cannulae & tubing;
Backflush handpieces and inserts;
Algerbrush burrs;

Damato illuminator,

Damato ruthenium plaque templates:
Damato Marker Depressor.

Annex V Metrological aspects only - Restricted to the aspects of manufacture
concerned with the conformity of the devices with metrological requirements:

Opthalmic measuring gauges and rod, Opthalmic callipers and rules
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